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A sample holder for high temperature 300 KT800 K measurements in superconducting
quantum interference device magnetometers is presented. It is fabricated using aluminum foil and it
is appropriate for samples in either solid or powder form. The holder is homogeneous for the
gradiometer coil, and this results in a contribution to the background signal that is below the
instrument noise at any field 10−9 A m2 at 0H=200 mT. Further it is inexpensive and simple
to fabricate, and it can be considered as a disposable sample holder that avoids eventual
contamination between different samples. © 2007 American Institute of Physics.
DOI: 10.1063/1.2720722
The superconducting quantum interference device
SQUID is a very sensitive magnetic flux detector. Nowa-
days, SQUID-based magnetometers are commercially avail-
able with a high degree of automation and a friendly use for
nonspecialists. One successful example is the MPMS system
from Quantum Design, Inc.1 The use of these instruments
has spread in a wide variety of scientific areas in which mag-
netism plays a significant role.
The sample space in MPMS system is cylindrical with a
diameter of 9 mm, but the sample size should be smaller to
be considered as a point dipole. It has been calculated that
this condition holds when the sample volume does not ex-
ceed 5% of the total gradiometer volume.2 The second order
gradiometer is composed of coils with 2 cm diameter and
separated by a total distance 3 cm, resulting in a volume of
9.4 cm3.
A characteristic of the standard MPMS system
1.8 KT400 K is the simple sample holder. Typical
sample dimensions are 555 mm3 and it is easily
mounted inside a disposable plastic straw that is laterally
attached to the sample rod and inserted in the instrument.
However, when the oven option of the MPMS systems is
installed 300 KT800 K, the available sample space is
considerably reduced to 3.5 mm diameter. The high working
temperature and the reduced sample space have made elusive
finding a simple sample holder like the one used in the stan-
dard MPMS. Indeed, despite the number of MPMS systems
available, there are few high temperature SQUID measure-
ments found in the literature. Recently, a specially fabricated
quartz sample holder that can be particularly useful for thin
films3 has been described, but it produces a background sig-
nal and cannot be used for samples of arbitrary shape.
Here, a disposable sample holder for the oven option in
MPMS systems that can be considered analogous to the plas-
tic straw used in the standard MPMS is presented.
The sample holder presented here fulfils the criteria pre-
viously stated3 to be suitable for magnetic measurements at
elevated temperatures. Namely, it is mechanically and ther-
mally stable until 800 K, its contribution to the background
signal is below the instrument noise, and the outer diameter
does not exceed 3.2 mm. In addition, the implementation is
very simple and inexpensive; thus, it results in a disposable
sample holder that avoids contamination between samples.
The fabrication of the sample holder is illustrated in
Fig. 1. It is made using aluminum foil with thickness of
10 m. A rectangular piece of approximately 115 cm2 is
cut, and the sample is located approximately 4 cm from one
end. Then the foil is rolled up around the sample and around
itself resulting in a thin cylinder that is quite rigid and easy
to handle see Fig. 1. It can then be fixed to the sample rod
by making a small hook and using a short length of copper
wire as shown in Figs. 1 and 2.
We have compared the magnetic properties of a regular
aluminum foil for domestic use with an aluminum foil from
FIG. 1. The sample is placed in the aluminum foil and rolled up to form a
thin cylinder that is easily attached to the sample rod.
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a reference source4 purity of 99%, thickness of 0.01 mm,
and coil width of 300 mm. The magnetic susceptibility at
300 K and magnetic fields up to 1.6107 A/m was mea-
sured to be 1.97±0.0410−5 and 2.00±0.0410−5, re-
spectively. These values are in good agreement with pub-
lished results for pure aluminum, 2.0410−5.5 In both cases,
we also measured a comparatively small additional ferro-
magnetic signal that saturates above 2.4105 A/m and has
a value of 0.54 and 1.1 A/m, respectively.
A laboratory oven was used to check the thermal stabil-
ity of the aluminum sample holder for temperatures up to
850 K. No changes were appreciated despite the relative
proximity to the melting point of aluminum, 933 K.
The thermal expansion coefficient of aluminum is
2310−6 deg−1. For a 300–800 K sweep, this represents a
maximum movement of the sample of approximately 1 mm.
This displacement is automatically corrected when the itera-
tive fitting algorithm of the instrument is used. Alternatively,
the sample position can be automatically centered at interme-
diate temperatures.
Previous designs of sample holder have a background
magnetic contribution due to the empty sample space not
occupied by the holder. The sample holder here presented
has an intrinsic homogeneous distribution of aluminum along
the sample holder, and thus there is no uncompensated empty
space. In consequence, measurements performed with an
empty sample holder give values of magnetic moment below
10−9 A m2 that are due to the instrument noise. Same results
were obtained for the two different aluminum foils previ-
ously described.
With this new holder, the sample size can approach the
maximum available sample space diameter because the small
thickness of the foil has little impact on the total sample
volume. Even more, samples in small pieces or powder form
are very suitable for this holder.
We have performed mT, mH, and macT measure-
ments on a nickel bulk metallic sample and a cobalt thin film
to evaluate the response of the system and the sample to
holder signal ratio. We used 4 cm long scans with the
SQUID amplifier in autorange and default filter settings.
The nickel sample is composed of several small pieces
with a total mass of 0.88 mg nickel slug 99.995% Pura-
tronic® from Alfa Aesar.6 The transition from ferromagnetic
to paramagnetic is clearly seen in Figs. 3 and 4 in which the
Curie temperature can be determined. Figure 3 shows a mT
measurement with 0Hdc=200 mT and mH curves for
T=330, 500, and 800 K. Figure 4 shows the magnetization
response amplitude, macT to a sinusoidal magnetic field
excitation with amplitude 0Hac=0.4 mT, f =10 Hz, and
0Hdc=0; from this figure, the Curie temperature is esti-
FIG. 2. Photograph of the sample holder with the nickel sample inside.
FIG. 3. Magnetic moment vs temperature measurements for the nickel
sample using 0Hdc=200 mT. The inset shows mH curves at different
temperatures.
FIG. 4. Inverse of ac magnetic moment vs temperature for the nickel sample
measured with 0Hac=0.4 mT, f =10 Hz, and 0Hdc=0.
FIG. 5. Magnetic moment vs temperature measurement of the cobalt thin
film sample. Open symbols correspond to the measured signal when the
sample is removed from the sample holder; the average value is 3
10−10 A m2 with a standard deviation of 910−10 A m2.
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mated to be 633±1 K, which is in accordance with values
reported in literature, 631–636 K.5
The cobalt thin film is 15 nm thick and was sputter de-
posited on a silicon substrate with an approximate area of
51.5 mm2. This sample was used to compare a small-
signal sample with the signal coming from the empty holder.
For that purpose, the measurements were performed first
with the sample placed on the holder, the sample was then
removed from the holder, and the measurement was repeated
with the same centering position. Figure 5 shows a mT
measurement with 0Hdc=10 mT, and Fig. 6 shows mH
curves with T=310, 500, and 800 K. In all cases, the signal
coming from the holder is negligible compared to the sample
signal.
A disposable sample holder for high temperature mea-
surements using the oven option in MPMS instruments has
been presented. The holder is designed to give a negligible
background contribution and has been tested in mT, mH,
and macT measurements up to 800 K. The difficulties in
performing this type of measurements are now considerably
reduced.
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FIG. 6. Magnetic moment vs magnetic field curves of the cobalt thin film
with different temperatures T=310, 500, and 800 K. Open symbols corre-
spond to the measured signal at T=800 K when the sample is removed from
the sample holder at T=800 K; the average value is 410−11 A m2 with a
standard deviation of 710−10 A m2.
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